Background: Monsegmental pedicle instrumentation (MSPI) has been used to treat thoracolumbar fractures. However, there are few reports about the biomechanical characteristics of MSPI compared with traditional short-segment pedicle instrumentation (SSPI) in management of unstable thoracolumbar fractures, and the influence of vertebral fracture on screw stability is still unclear. Methods: This study was to compare the immediate stability between MSPI and SSPI in management of unstable L1 fracture, and to evaluate the role of fractured vertebrae in screw stability. Two studies were performed: in the first study, sixteen fresh calf spines (T11-L3) were divided into two groups, in which unstable fractures at L1 were produced and then instrumented with MSPI or SSPI respectively. The range of motion (ROM) and lax zone (LZ) of specimens were evaluated with pure moment of 6 Nm loaded. The second study measured and compared the pullout strength of screws inserted in to 16 intact and fractured vertebrae of calf spines (L1-3) respectively. The correlation of pullout strength with load sharing classification (LSC) of fractured vertebrae was analyzed. Results: No significant difference in the ROM and LZ of the destabilized segments after fixation between MSPI and SSPI, except in axial rotation of ROM (P < 0.05). After fatigue cyclic loading, the MSPI showed a significant increase of ROM during lateral bending and axial rotation (P < 0.05); however, there were no significant differences in the LZ during all loading models between groups (P > 0.05). The mean pullout strength of pedicle screws in fractured vertebrae decreased by 13.7 %, compared with that of intact vertebrae (P > 0.05), and had a low correlation with LSC of the fractured vertebrae (r = 0.293, P > 0.05). Conclusions: MSPI can provide effective immediate stability for management of unstable thoracolumbar fractures; however, it has less fatigue resistance during lateral bending and axial rotation compared with SSPI. LSC score of fractured vertebrae is not a major influence on the pullout strength of screws.
Background
Most thoracolumbar fractures are stable injuries that can be treated nonoperatively [1] . However, unstable fractures with retropulsed bone fragments and canal compromise usually warrant surgical intervention. The introduction of transpedicular screws by Roy-Camille and Demeulenaer, followed by the development of the internal fixator by Dick et al. [2] , has made the short-segment pedicle screw instrumentation (SSPI) a popular method [3, 4] . After the development of the load-sharing classification (LSC) [5] , more and more authors believe that on the condition of no severe anterior column defect, treatment of thoracolumbar burst fractures with SSPI can achieve clinical success [6, 7] .
Saving motion segments by limiting the number of the fusion segments has been as a fundamental principle of spinal surgery [8] . Some authors have tried using monosegmental pedicle instrumentation (MSPI) with placement of pedicle screws directly into the fractured and normal vertebral body adjacent to the fractured endplate to treat thoracolumbar fractures, especially in cases of flexion distraction injuries [3, 9] , and yielded good clinical results [10, 11] . Although the biomechanical properties of various similar approaches have been reported in the literature, there are few reports about the biomechanical characteristics of MSPI and whether the monosegmental pedicle instrumentation can provide immediate stability equivalent to that provided by SSPI is uncertain. In addition, complications of screw loosening and correction loss were not uncommon when performing MSPI in management of thoracolumbar fractures [11] , especially for those combined with a load-sharing score of more than 6 points, which was reported in our previous clinical study [12] . To our knowledge, the contribution of the fractured vertebrae to screw stability and the relationship between the screw stability and the load sharing classification of fractured vertebrae has also not been well documented.
To quantify the biomechanical characteristics of MSPI in management of unstable thoracolumbar fractures, we performed two studies: the first study compared the immediate stability of the two pedicle instrumentation methods (MSPI and SSPI) in management of unstable thoracolumbar fractures; the second study investigated the role of fractured vertebrae on the screw stability and analyzed the correlation of the screw stability with load sharing classification of the fractured vertebrae.
Methods
The study protocol was reviewed and approved by the institutional review board and ethics committee of the First Affiliated Hospital of our university (No. 2013-204) .
Study 1 Specimen preparation
Sixteen fresh frozen calf spines (T11-L3) were harvested with the age at time of death ranged from 6 to 8 weeks, which has been found to be the age at which calf spines best mimic the adult human spine [13] . In preparation, standard anteroposterior and lateral plain films were obtained and inspected to rule out pathologic abnormalities, and then surrounding soft tissue and muscle were dissected with care to preserve bone, discs and spinal ligaments. Both ends of the specimens were embedded with polymethylmethacrylate(PMMA) in a square aluminum mounting cast. The specimens were wrapped in salinesoaked gauze, kept in double plastic bags, and stored frozen at −30°C. Before testing, each specimen was thawed at room temperature in a humidity-controlled environment for 12-18 h. To avoid influence on the biomechanical behavior by autolysis and air exposure, all specimens were kept moist during the tests by spraying saline onto them. Handling and storage of cadaver material in this manner, routinely used in vitro biomechanical investigation, does not alter the material characteristics of the bone and soft tissues [14] . All specimens were randomly allocated into two groups: the MSPI and SSPI groups.
Testing protocol
Flexibility of specimens was tested in 4 conditions (Table 1) . Unstable 3-column fractures at the L-1 level were created by using a servohydraulic mechanical testing machine (MTS858 Bionix machine, MTS system Inc., Minneapolis, MN). To create a consistent injury pattern, a preinjury was created in each specimen, with reference to the methods reported previously [15, 16] . Minimal osteotomies were made with an osteotome at the upper endplate, and a 2-mm drill bit was used to create eight holes parallel and oblique to the intervertebral discs in the anterior cortex of the L1 vertebral body, extending to the posterior edge of the vertebral body. Then, the specimens were mounted in the MTS spinal fixture and subjected to flexion-compression at a rate of 5 mm/s until the vertebral body was compressed more than 50 %, and lastly were followed by disruption of the posterior longitudinal ligament, ligamentum flavum, and supraspinous and interspinous ligaments with our intension to cause a 3-column injury to (Fig. 1a, b) . The anterior body height [17] compression and load sharing classification score (LSC) [5] were used in describing the instability model, and the recovery rate of the anterior body height was calculated as follows: (preoperative compression ratepostoperative compression rate)/preoperative compression rate × 100 %, which were showed in Table 2 . Pedicle screws were inserted using standard techniques by a fellowship-trained, spine surgeon, who was familiar with pedicle screw placement. All the pedicle screws were inserted using a digital torque driver (accuracy ± 0.5 %, Cedar Digital Driver: DSD-4 M; Sugisaki Meter Company, Ltd, Ibaraki, Japan). The insertional torque was monitored continuously during insertion, and the highest torque during insertion was defined as the "maximal insertional torque". The highest torque acquired during the final 360°r evolution of the screw was defined as the "seating torque" [18] . Fluoroscopy was used during pedicle screw insertion to ensure adequate placement. We placed the same size screws (5 × 35 mm, general spine system, GSS) at the vertebral bodies followed by interconnection using appropriatesized connectors between T12-L1 in the MSPI group and T12-L2 in the SSPI group (Fig. 1c, d ). In each of the 4 conditions listed in Table 1 , the specimen was mounted on a spine tester for three-dimensional spinal motion at room temperature ( Fig. 2) , as described previously [19] . The inferior cast was fixed to the machine, while the loading jig was attached to the superior cast (Fig. 3a) . The machine applied six pure moments to the specimen in flexion, extension, bilateral bending, and bilateral axial rotation [19] . Each moment was applied in three load-unload cycles to a maximum 6 Nm and was allowed to creep for 30s at each load-step to account for viscoelastic effects [20, 21] . On the third load cycle, stereo images of the markers inserted into the transverse process and anterior vertebral body of the specimen were recorded by a 3-dimensional laser scanister (3D Digital Corp. United States, Fig. 3b ) and stored on a computer. The marker coordinates were digitized using a previously developed computer program, and the motion capabilities of the whole specimen were determined in three-dimension. The accuracy of the measurement system has been determined [19] . The maximum error in marker position was 1.0 mm (1°in segmental angle) for a 60 mm × 60 mm × 150 mm measuring space. Throughout the tests, the specimens were kept wet using 0.9 % physiological saline.
Between the test sequence of step 3 and step 4, the specimens with pedicle instrumentation were fixed on the MTS material testing machine for the fatigue cyclic Fig. 2 The diagram of the spine tester for three-dimensional spinal motion loading test. The fatigue parameter applied under torque control was a moment of ± 6 Nm conducted at a rate of 0.5Hz up to 2000 cycles of flexion-extension, lateral bending, and axial rotation respectively. To restore the physiologic hydration of the specimens, the specimens were wrapped in a saline-soaked gauze throughout the test. From the raw data, the angular ROM across T12-L1 was calculated during motion in all planes. As an additional measure of stability, the angular lax zone (LZ, the portion of the ROM in which ligaments and hardware are not yet substantially loaded) was determined [22] .
Study 2 Specimen preparation
Thirty-two fresh frozen vertebrae from 6 to 8 weeks old calf spines with all soft tissue removed (T11-L3) were randomized into two groups: intact group (IG) and fractured group (FG). The vertebral fracture models of the FG were created as described previously, and the load sharing classification scores (LSC) were recorded. The same size pedicle screws were inserted into the vertebral bodies of both groups by the same surgeon, and the "maximal insertional torque", "seating torque" were again measured. Each specimen was then individually potted in a casting mold of PMMA, which encased the vertebral body, leaving the posterior elements and pedicle screws exposed (Fig. 4a) .
Axial pullout test
Axial pullout tests were conducted in the specimens using the MTS machine. In brief, the PMMA mold was rigidly secured to the base of the testing apparatus using an angle vise. The long axis of the screw was aligned to the axis of the machine to create a pure axial pullout force on each screw (Fig. 4b) . Pull-to-failure tests were performed with a starting preload of 1 N and crosshead speed of 1 mm/s. Failure load was recorded for each pullout test (Fig. 5) . The maximum force to pull the screw out from the pedicle was recorded as the axial pullout strength. The pullout strength of each vertebra was the mean of the sum of pullout strength calculated from both left and right side of pedicle screws.
Data analysis
The SPSS (version16.0, Chicago, IL, USA) package was used for the statistical analysis. The ROM and LZ of the same condition between groups were analyzed using Student's t-test. The ROM and LZ at different conditions in each group were analyzed using one-way ANOVA and the least significant difference test (LSD-t). The "maximal insertional torque", "seating torque" and the axial pullout strength between the normal and fractured vertebrae were compared using Student's t-test, respectively. Pearson correlation coefficient was used to correlate the biomechanical data with LSC score of the specimens. Statistical significance was indicated at P < 0.05.
Results

Study 1
There were no significant differences of LSC and anterior body height compression rate between the instability models of the two groups (P > 0.05, see Table 2 ). There was also no significant difference in the recovery rate of the anterior body height compression between groups (P > 0.05).
Data for ROM from both right and left lateral bending and axial rotation showed no difference (P > 0.05) and were combined when used for comparison. For all three motion planes (lateral bending, flexion/extension, and axial rotation), the instability model showed an increased ROM and LZ when compared with the intact status in each group respectively (Fig. 6, Fig. 7 , P < 0.01). Both of the SSPI and MSPI significantly reduced the ROM and LZ across T12-L1 to within the mean values observed in the intact condition (Fig. 6, Fig. 7 , P < 0.05).
After stabilization, the SSPI allowed less ROM than MSPI during any loading model, however, except in the axial rotation, there were no significant differences in the other directions ( Fig. 6 , P > 0.05). Similarly, the SSPI allowed less LZ than MSPI during any loading model; however, there were no significant differences in all the directions (Fig. 7 , P > 0.05).
After fatigue cyclic loading, although both groups allowed greater ROM and LZ than constructs during any loading model, there were no significant differences (P > 0.05), except in the LZ during axial rotation of the MSPI (P < 0.05). Although there were no significant differences in the LZ during all loading models between groups (P > 0.05), the MSPI group showed a significant increase in ROM than the SSPI group during the lateral bending and axial rotation after fatigue cyclic loading (Fig. 6, Fig. 7 , P < 0.05).
Study 2 Insertional torque
Both of the mean maximal insertional torque and seating torque in the fractured vertebrae decreased significantly compared to that in the intact vertebrae (P > 0.01, see Table 3 ). Although the mean axial pullout strength in the fractured vertebrae decreased compared to that in the intact vertebrae, the difference was not significant (P > 0.05, see Table 3 ).
Biomechanical data correlation with LSC
The mean load sharing classification score (LSC) of the specimens was 6.2 ± 2.3 points (see Table 2 ). The maximal insertional torque (r = 0.713) and seating torque (r = 0.735) for the screws had a high correlation with LSC of the specimens (P > 0.01, Fig. 8 ). However, the axial pullout strength (r = 0.293) had a low correlation with LSC of the specimens (P > 0.05, Fig. 8 ).
Discussion
Although the surgical method to be selected in the treatment of thoracolumbar fractures remains a matter of discussion [1, 23] , instrumented posterior fusion is the most frequently used surgical treatment because of the low morbidity and comorbidity, and surgeons' familiarity with posterior approach compared with anterior approach. Short-segment pedicle instrumentation (SSPI), which typically span the levels immediately adjacent to the fracture, is almost the most widely used [24] [25] [26] .
With the advent of minimal invasive surgery, an important consideration is achieving stability with fusion of the fewest number of motion segments. Some authors have been using monosegmental pedicle instrumentation Fig. 4 Pedicle screw pullout. a Samples embedded in PMMA. b The long axis of the screw was aligned to the axis of the machine to create a pure axial pullout force Fig. 5 Two example load-displacement curves acquired from pullout testing. The pullout strength is determined at the maximum value of the curve (MSPI) to treat thoracolumbar fractures [3, 11, 27] . We also used this method in management of 47 patients with thoracolumbar fractures and compared the clinical and radiologic late results with that of short-segment pedicle instrumentation (SSPI). The results showed no significant differences in the correction rate of local kyphosis and anterior body height compression, and there were also no significant difference in the average correction loss of all radiographic parameters between the two methods [12] . However, the biomechanical characteristics of MSPI in management of unstable thoracolumbar fractures and whether the MSPI can provide effective immediate stability equivalent to that provided by traditional SSPI is still uncertain.
In this study, we found that both of the SSPI and MSPI significantly reduced the ROM and LZ across T12-L1 to within the mean values observed in the intact condition, which predicted that the MSPI could provide equal immediate stability to that of SSPI with respect to the reconstruction of unstable 3-column fractured models. However, in clinical applications, one of the most commonly observed internal failure is loosing of the pedicle screws due to fatigue cyclic loading. Therefore, this study also designed to measure the stability of the pedicle instrumentation after 2000 cyclic loading to represent the early situation of postoperation, as described in previous studies [28] [29] [30] . After cyclic loading, the ROM for the lateral bending and axial rotation in the MSPI increased significantly in comparison with the SSPI. The possible reason for this was shear forces of pedicle screw induced in the process of cyclic loading, which could affect the screw stability in the fractured vertebrae. Whatever the reason for the observed outcome, this predicted that the effectiveness of immediate fatigue resistance of MSPI is inferior to SSPI, especially in the lateral bending and axial rotation, which should be paid more attention to in the clinical application.
Previous studies have revealed that high incidence of instrumentation failure and loss of kyphotic correction after SSPI was caused mainly by the structural and mechanical deficiency of the anterior column after indirect reduction of the fracture [4, 31] . A general assessment system of fractured vertebral body, the load sharing score (LSC), is a successful way to predict clinically successful SSPI. Dai et al. [32] proved that the LSC can be applied with excellent reliability for assessing thoracolumbar fractures. Gaines et al. [33] made a conclusion from their clinical experiences that a LSC ≤ 6 indicated adequate sharing of load through the injured vertebral body along with SSPI, whereas a LSC ≥ 6 predicted highly possible failure of SSPI, and should be avoided. In this study, although the average LSC of the instability models in each group was more than 6, no significant increase of ROM after cyclic loading was found in both groups, except in the LZ during axial rotation of the MSPI. This suggested that thoracolumbar fractures with LSC ≥6 could be not a strict contraindication for MPSI. However, this need to be verified by further clinical study.
There are understandable concerns that the pullout strength of the pedicle screw inserted into the fractured vertebral body may not be sufficient for the stability reconstruction. It was illustrated that the pedicle, rather than the vertebral body, contributed~60 % of the pullout strength at the screw-bone interface [34] . Zindrick et al. [35] reported no difference in pullout strength between similar-size screws inserted to a 50 % depth versus to anterior cortex. So long as there is integrity of both pedicles, the screws inserted into the fractured level are supposed to have fairly tolerable stiffness and pullout strength. To further analyze the contribution of the fractured vertebrae to screw stability, axial pullout was carried out and compared for the screws inserted into the fractured vertebrae and normal vertebrae in this study. The maximal insertional torque and seating torque of screws inserted into the fractured vertebrae decreased significantly compared with that of intact vertebrae (P > 0.05), but not resulting in greater drop of axial pullout strength for the screws. The insertion torque is believed to result from resistance of the screw with bone and also from radial compression of the trabecular against cortical bone in the vertebral body [36] ; however, the pedicle is denser in the subcortical bone, in which the threads of the screw engage tightly, than in trabecular bone. This may explain why the pullout strength of the pedicle screw is less affected by the vertebral fracture. This finding is also in agreement with data analyzed the correlation of the screw stability with LSC in the current study, where the strength of the correlation with LSC dropped in pullout strength of the screws (r = 0.293), compared with maximal insertional torque (r = 0.713) and seating torque (r = 0.735). Importantly, the axial pullout strength of screws inserted into the fractured vertebrae just dropped by 13.7 % of screws inserted into the normal vertebrae, which showed no significant difference. This result confirmed the previously reported conclusion that the pedicle was the major structure that contributed most of the pull-out strength at the screw-bone interface [34] . This experiment utilized calf spines. Despite the differences between calf and human anatomy [37] , the elasticity and anatomical structure of calf spines are similar to human spines. As well, the difference in size is small, and there are no pathological changes, such as joint degeneration and osteoporosis in the calf spines. These characteristics are all useful when doing this experiment, and calf spine was regarded as the most suitable substitute material for the human spine [38] . However, although the unstable fracture model has been widely used in biomechanical experiments, the model does not take into account the stability effect of the neuromuscular structure on the spine. As well, in vitro experiments can only evaluate biomechanical changes during the early post-operative period, unlike clinical observations of the dynamic process of spinal fusion, during which intervertebral stability strengthens as the bone gradually heals. Therefore, designing a suitable model that can simulate the entire spine, as well as the mechanical and loading conditions, remains a challenge. In addition, due to laboratory facility limitations, this experiment did not investigate the rod strain of the instruments and the post-fixation stress of adjacent joints. Given our results, further clinical observation and biomechanical study is warranted.
Conclusion
This current study demonstrated that MSPI can provide effective immediate stability for management of unstable thoracolumbar fractures, however, it has less fatigue resistance during lateral bending and axial rotation compared with SSPI. The axial pullout strength of screws inserted into the fractured vertebrae dropped by 13.7 % of screws inserted into the normal vertebrae. LSC score of fractured vertebrae is not a major influence of the pullout strength of screws.
